Background: Krebs von den Lungen 6 (KL-6) is a sensitive marker for diagnosing, monitoring, and predicting the prognoses of interstitial lung diseases (ILDs). This study aimed to evaluate the performance of the Nanopia KL-6 assay (Sekisui Medical, Tokyo, Japan) and to test the relationship between KL-6 concentrations and clinical results.
INTRODUCTION
Interstitial lung diseases (ILDs) comprise more than 200 diverse kinds of non-neoplastic or noninfectious diseases, which invade the lung interstitium [1] . These diseases can be broadly divided into four categories: ILDs with known causes, idiopathic interstitial pneumonia (IIP) of unknown cause, granulomatous ILD, and other forms of ILD [2] . ILDs are currently diagnosed using a multidisciplinary approach, which involves examination of clinical aspects, radiological and histological examinations, the pulmonary function test (PFT), and high-resolution computed tomography (HRCT) [3] . The HRCT features characteristic of ILD www.annlabmed.org https://doi.org/10.3343/alm.2019.39. 3.245 are reticular abnormality and honeycombing, often associated with traction bronchiectasis in patients with end-stage fibrotic lung disease. HRCT scans of the lung reveal patchy airspace consolidation, ground glass opacities in patients with early-stage ILD.
Krebs von den Lungen 6 (KL-6) is a high molecular weight glycoprotein found on the surface of diverse epithelial cell types. The surface expression of KL-6 is induced during the regeneration process of type II pneumocytes, resulting in an increased concentration in serum [1, 4] . In addition, the destruction of the air-blood barrier of affected lungs increases their permeability, leading to higher serum concentrations of KL-6 [4] . Thus, KL-6 has been reported as a useful biomarker for ILD diagnosis and for estimating disease severity and prognoses [5, 6] . Detection of KL-6, as a serological biomarker, is usually simple, noninvasive, and routinely available. Therefore, serum KL-6 testing offers numerous advantages over traditional ILD assessment methods with better patient compliance. Several previous studies have reported a strong correlation between bronchoalveolar lavage fluid and serum concentrations of KL-6, and it has been used in clinical research for diagnosing ILDs [7] [8] [9] .
The National Health Insurance system of Japan has been using KL-6 as a diagnostic biomarker for ILD since 1999 [1] . Recently, with significant correlations being reported between higher KL-6 concentrations and reduction in PFT parameters, KL-6 has been increasingly used for the prognosis and assessment of ILD severity [8, 10] . Various commercial assays based on immunoassays, such as ELISA, electrochemiluminescence immunoassays, and latex particle-enhanced turbidimetric immunoassays (LTIAs), are currently used for measuring KL-6 concentrations [11, 12] . We evaluated the performance of the Nanopia KL-6 assay (Sekisui Medical, Tokyo, Japan), an LTIA, for measuring KL-6 concentrations, and identified possible correlations between KL-6 concentrations and clinical results obtained using HRCT and PFT. Clinical laboratories can use automated analyzers to perform the Nanopia KL-6 assay, which is faster and more convenient than ELISA. No study has compared LTIA and ELISA results for the measurement of KL-6 concentrations. To our knowledge, this report is the first to compare the assay platforms, examining correlations between KL-6 concentrations and HRCT or PFT results in ILD patients.
METHODS

Study population
From June to December 2016, patients over 45 years of age who visited the pulmonology department of Asan Medical Center, Seoul, Korea were enrolled. We reviewed all patients' medical records and collected information including age, sex, results of HRCT and the PFT, and pathological results. Patients diagnosed as having ILDs and who underwent the PFT and/or had an HRCT examination were selected as the patient group. We included patients with diagnoses of ILDs confirmed clinically or histopathologically and excluded those with a previous diagnosis of cancer. In total, 230 patients underwent the PFT, and 201 were examined using HRCT. ILDs included six clinical-radiologic-pathologic entities: idiopathic pulmonary fibrosis (IPF), nonspecific interstitial pneumonia, cryptogenic organizing pneumonia, unclassifiable ILD, connective tissue disease (CTD)-associated ILD (CTD-ILD), and hypersensitivity pneumonitis (HP). Fewer than 10 patients had other interstitial pulmonary diseases and were assigned to the "others" category. CTDs included polymyositis/dermatomyositis, rheumatoid arthritis (RA), systemic lupus erythematosus, systemic sclerosis, Sjögren's syndrome, and undifferentiated CTD (UCTD). The patient group included 134 males and 96 females, and the median age was 64 years (range, 45-93 years). Age did not differ among the ILD subgroups (P = 0.236).
The control group was further divided into disease and healthy control groups. The disease control group comprised patients examined by X-ray or HRCT. Inclusion criteria for this group were the presence of infectious lung diseases, such as tuberculosis or pneumonia, chronic obstructive pulmonary disease (COPD), or radiation-induced pulmonary fibrosis (RIPF). Patients with a prior cancer diagnosis and cardiovascular disease were excluded from the study; however, an exception was made for the RIPF group. The healthy control group comprised adult patients > 45 years of age who visited the health screening and promotion center of Asan Medical Center during the same period for regular health examinations. Exclusion criteria for the healthy control group comprised a concomitant chronic condition such as current or previous record of hypertension, diabetes mellitus, renal disease, or malignant tumors and abnormal chest X-ray or chest CT results.
The clinical protocol and design of this study were approved by the Institutional Review Board of Asan Medical Center (approval number: 2016-0377). All patients, disease controls, and healthy controls gave written informed consent.
Laboratory measurements
We collected residual samples after chemical analysis. We collected 230 samples for ILD patients and 116 and 200 samples for disease and healthy controls, respectively. Serum was aliquoted and stored at -70°C. Serum KL-6 concentration was measured using the AU5822 analyzer (Beckman Coulter, Brea, CA, USA) with the Nanopia KL-6 assay. KL-6 in the samples agglutinates with the mouse KL-6 monoclonal antibody-coated latex through the antigen-antibody reaction. The change in absorbance caused by this agglutination is measured to determine the KL-6 concentration. For comparison, the KL-6 concentration was also measured using a manual KL-6 ELISA kit (EIDIA, Tokyo, Japan). KL-6 assays were performed as per the manufacturers' instructions. The cut-off value for both the Nanopia and ELISA assays, as recommended by the manufacturers, was 500 U/mL.
Precision
Precision was evaluated according to the CLSI EP5-A3 guidelines [13] . Quality control (QC) materials corresponded to two concentrations of the assay. The test was performed with a target mean of 461 (range 369-553 U/mL) for Level 1 QC material and 1,089 (range 871-1,307 U/mL) for Level 2 QC material, which were included in the Nanopia KL-6 assay kit. Two replicates of each control sample were analyzed twice per day for 20 days, with the two runs separated by at least two hours.
Linearity
Linearity was evaluated according to the CLSI EP6-A guideline [14] . We used five concentrations of the Nanopia KL-6 calibrators (Sekisui Medical). Two repeat measurements of each concentration were analyzed.
Limit of quantification
Limit of quantification (LOQ), defined as the minimum concentration with a CV < 20%, was determined by repeated measurements for eight days with one run. Target concentrations were approximately 44.0, 48.0, 50.0, 52.0, and 58.0 U/mL. For each concentration, pooled serum samples were aliquoted into eight samples.
Comparison studies
Assay methods were compared according to the CLSI EP9-A3 guidelines [15] . We collected 50 patient samples in the clinically relevant concentration ranges (i.e., reference range) and analyzed correlations between the results obtained with the Nanopia KL-6 assay and ELISA.
HRCT
The extent of HRCT abnormalities was determined by visually estimating the percentage of lung involvement using a semiquantitative scoring system. HRCT results were graded on a scale of 1-6 as follows: 1) normal attenuation, 2) ground-glass attenuation, 3) consolidation, 4) reticular abnormality, 5) traction bronchiectasis, and 6) honeycombing [16] . The fibrotic score (%), which was the sum of the honeycombing and reticulation scores, was also calculated [17] .
PFT Spirometry, total lung capacity (TLC) by plethysmography and diffusing capacity of the lung for carbon monoxide (DLCO) were measured, and the results were expressed as percentages of normal predicted values [18] . The 6-minute walking distance (6MWD) was determined according to the ATS guidelines with a minor modification [19] . Briefly, the technician followed the patients with continuous monitoring of oxygen saturation but offered no additional remark or encouragement.
Statistical analysis
To compare KL-6 concentrations among patients, disease controls, and healthy controls, a one-way ANOVA was performed, followed by the Bonferroni post hoc test. The normality of the data was assessed by the Shapiro-Wilk. Spearman correlation analyses were performed between KL-6 concentrations and HRCT and PFT results. EP Evaluator Release 8 (David G. Rhoads Associates, Kennett Square, PA, USA), SPSS for Windows (ver. 18.0; SPSS Inc., Chicago, IL, USA), and Microsoft Excel 2013 (Microsoft Corp., Redmond, WA, USA) were used for the statistical analyses. P < 0.05 was considered statistically significant. To compare the Nanopia KL-6 assay and ELISA, we performed Deming regression using EP Evaluator Release 8. This program detected outliers in a method comparison experiment and excluded them from the data set. Bland-Altman plots were constructed to interpret the differences in results across assays.
RESULTS
Analytical performance of the Nanopia KL-6 assay
The means ( ± SD) of the two QC materials were 485.1 ( ± 8.6) U/mL and 1,102.7 ( ± 17.6) U/mL. The CV% of reproducibility and within-laboratory precision were 1.1% and 1.8% at low concentrations and 0.9% and 1.6% at high concentrations, respectively. The linear range where the coefficient of determina- ) is slightly greater than 0.99 was 52.2-4,966.5 U/mL. The best-fitted curve was linear (Fig. 1) . The LOQ was 45.2 U/ mL. The correlation coefficient (r) between the Nanopia and ELISA results was 0.979 (Fig. 2) . The Nanopia assay showed a higher KL-6 concentration than the ELISA kit.
Differences in serum KL-6 concentrations between patients, disease controls, and healthy controls
The mean KL-6 concentrations of the ILD patients and the disease and healthy control groups were 711.5, 209.4, and 168.4 U/mL, respectively (Table 1) . KL-6 concentrations of the ILD patient subgroups are summarized in Table 1 . The data followed a normal distribution.KL-6 concentrations differed among ILD subgroups (P = 0.050). KL-6 concentrations of the IPF and HP groups were higher than those of the unclassifiable patients with ILD (P = 0.03 and P = 0.005, respectively). Although the KL-6 concentrations of the patients with IPF were greater than those of the other ILD subgroups, the differences were not significant. The difference in KL-6 concentrations among the type of CTDs in CTD-ILD did not reach statistical significance because of the Fig. 1 . Linearity of the Nanopia Krebs von den Lungen 6 (KL-6) assay as estimated using the AU5822 analyzer (Beckman Coulter, Brea, CA, USA): the third-, second-and first-order models (A) and a difference plot (B) between the first-and third-order models at each concentration obtained from polynomial regression analysis. Concentration (U/mL) Difference Linearity difference plot B Fig. 2 . Scatter plots (A) and Bland-Altman bias plots (B) of the Krebs von den Lungen 6 (KL-6) concentrations of the automated Nanopia KL-6 assay and the manual KL-6 ELISA (N = 50). In the scatter plot, the solid line is the Deming regression line, and dotted line is the 1:1 line. In the Bland-Altman plot, the solid line represents the average percent bias, dotted line is the zero line, and dashed lines are upper and lower 95% confidence limits for the mean difference (%). Percent bias was calculated using the following formula: (ELISA-Nanopia)/ ELISA × 100 (%). 
Correlations between KL-6 concentrations and HRCT results
The KL-6 concentration showed a strong correlation with extent of lung lesions on HRCT (Table 2) . It was not strongly correlated with the extent of airspace consolidation but was strongly correlated with other abnormal HRCT results. The fibrotic score (%) also had a weak correlation with KL-6 concentration.
Correlations between KL-6 concentrations and PFT results Table 3 shows correlations between KL-6 concentration and PFT results for the ILD subgroups that contained more than 10 patients each. The KL-6 concentration had a moderate correlation with the forced vital capacity (FVC), DLCO, TLC, 6MWD, and oxygen blood saturation (SpO2) in patients with IPF, CTD-ILD, and nonspecific interstitial pneumonia. The KL-6 concentration negatively correlated with FVC and DLCO in cryptogenic organiz- ing pneumonia patients and with TLC in HP patients. In unclassifiable ILD patients, FVC, DLCO, and SpO2 were negatively correlated with KL-6 concentration (all P < 0.05).
DISCUSSION
The average KL-6 concentration in ILD patients was greater than that in the healthy and disease control groups, and in RIPF patients who received radiation treatment for lung or breast cancer. Though the majority of the ILD patients (N =106; 46.1%) were treated with medications, and the patients responding well to treatment showed decreased KL-6 concentrations [20] , KL-6 concentrations significantly differed among groups. Moreover, while a cut-off value of 500 U/mL was recommended by the manufacturer, only one patient from the healthy control group and seven patients from the disease control groups had KL-6 concentrations above the cut-off. Increased KL-6 concentrations have been observed in patients with advanced non-small cell lung cancer [20] and in patients with radiation pneumonitis, which is an acute manifestation of radiation-induced lung disease that can begin after radiation treatment [21] . Thus, ILDs may be difficult to be distinguished from such diseases based on serum KL-6 concentrations alone. In the present study, RIPF patients with late radiationinduced lung injury showed lower KL-6 concentrations than ILD patients (P < 0.01). Despite the limitations of this study, which included a small group of RIPF patients, the KL-6 concentration served as a useful marker for differential diagnosis of ILD from RIPF in patients who suffered from chronic fibrosis in the lung. There are no guidelines for evaluating KL-6 assays. The total CVs for Nanopia KL-6 assay and ELISA kit precision are ≤ 2% and ≤ 10%, respectively, according to the manufacturers' instructions; therefore, a total CV of < 2% can be regarded as excellent for KL-6 concentrations, considering the analytes secreted from tissues [22] .
The linearity of KL-6 values was excellent, with a slope of 0.987 and an intercept of -0.1, both of which were in the clinically relevant range. Moreover, Nanopia and ELISA results were strongly correlated (r > 0.975). However, the KL-6 concentrations determined by the Nanopia KL-6 assay were higher than those by the ELISA kit. The difference may be related to the occurrence of a nonspecific reaction due to interference from the heterophile antibodies or rheumatoid factor. The removal of the Fc fragment from the antibody bound to the latex in the LTIA method may reduce interference [23] . Therefore, LTIA would provide more accurate results than ELISA; however, both methods use the same antibodies.
Our results were consistent with the previous results that serum concentrations of KL-6 correlated with overall degree of lung involvement and presence of typical HRCT abnormalities [20, 24] . A previous study found a positive correlation between the KL-6 concentration and the extent of ground-glass opacity and traction bronchiectasis (r = 0.574 and r = 0.617, respectively; both P < 0.05) in 26 patients with fibrotic nonspecific interstitial pneumonia [20] . In another study, scores for the extent of reticular patterning and honeycombing were associated with higher KL-6 concentrations in IPF (r = 0.62 and r = 0.41, respectively; both P < 0.05) [25] . In another study on patients with systemic sclerosis associated with ILD, the KL-6 concentration was correlated with fibrosis score on HRCT (r = 0.68; P < 0.05) [26] .
Several studies have also reported a correlation between the restrictive pattern abnormalities on PFT and KL-6 concentrations. Bonella et al. [26] reported that reduced FVC and DLCO were correlated with increased KL-6 concentrations in systemic sclerosis patients with ILD (r = -0.47 and r = -0.58, respectively; both P < 0.05). In addition, Kuwana et al. [27] reported that the serum KL-6 concentration at diagnosis could serve as a useful biomarker for predicting progression to end-stage lung disease due to a subsequent reduction in the FVC (r = 0.58, P < 0.05).
In 2014, two antifibrotic agents, pirfenidone and nintedanib, were approved by the US Food and Drug Administration for the treatment of IPF; thus, monitoring responses to these treatments becomes increasingly important [28] . Decreased KL-6 concentrations have been associated with survival benefits; thus, continuous monitoring after starting therapy is required [29] .
In conclusion, the Nanopia KL-6 assay showed good precision, linearity (covering all measurement concentrations), and correlations with ELISA. These analytical and clinical characteristics may render this assay suitable for assessing ILD severity.
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